


Undo 2x

SCrews




Pressure switch removed, Do not
Disconnect Hose or wires

Remove black plastic cap that covers
adjustment screw




Use a screwdriver to break
through glue, Rotate the
adjustment screw 1/4 turn

counterclockwise

Reassemble Device and Test

operation, If problem persists,
disassemble again and rotate
adjustment screw a further ¥

turn.
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